Table 1: Comparison of antimicrobial susceptibility testing results between the AST-Vitek®2 System and Kirby Bauer System from blood cultures Oxoid Signal Blood and BD BACTEC.
	MICROORGANISM
	N° OF ISOLATES
	AGREEMENT SUSCEPTIBILITY TEST(VITEK2-KB)
	NO AGREEMENT (VITEK2-KB)
	N° OF ANTIMICROBIAL TESTED
	ANTIBIOTICS IN AGREEMENT
	MINOR ERROR
	MAJOR ERROR
	VERY MAJOR ERROR

	Gram-positive
	60
	58
	2
	324
	322 (99.4%)
	0
	2 (0.6%)
	0

	Staphylococcus aureus
	18
	18
	-
	90
	90
	-
	-
	-

	Staphylococcus epidermidis
	19
	19
	-
	95
	95
	-
	-
	-

	Staphylococcus haemolyticus
	1
	1
	-
	5
	5
	
	-
	

	Staphylococcus lentus
	1
	1
	-
	5
	5
	-
	-
	-

	Staphylococcus hominis
	4
	4
	-
	20
	20
	-
	-
	-

	Staphylococcus capitis
	5
	5
	-
	25
	25
	
	-
	

	Enterococcus faecalis
	9
	7
	2
	63
	61
	-
	2
	-

	Enterococcus faecium
	3
	3
	-
	21
	21
	-
	-
	-

	Gram-negative
	60
	56
	4
	709
	697(98.3%)
	4 (0.6%)
	8 (1.1%)
	0

	Klebsiella pneumoniae
	25
	23
	2
	300
	298
	1
	1
	-

	Klebsiella oxytoca
	1
	1
	-
	12
	12
	-
	-
	-

	Escherichia coli
	19
	18
	1
	228
	224
	1
	3
	-

	Enterobacter spp.
	1
	-
	1
	12
	6
	2
	4
	-

	Acinetobacter baumanii
	2
	2
	-
	24
	24
	-
	-
	-

	Enterobacter cloacae complex
	1
	1
	-
	12
	12
	-
	-
	-

	Pseudomanas aeruginosa
	6
	6
	-
	72
	72
	-
	-
	-

	Pseudomanas oryzihabitans
	1
	1
	-
	12
	12
	-
	-
	-

	Proteus mirabilis
	2
	2
	-
	24
	24
	-
	-
	-

	Serratia marcescens
	1
	1
	-
	12
	12
	-
	-
	-

	Stenotrophomonas maltophilia
	1
	1
	-
	1
	1
	-
	-
	-

	TOTAL
	120
	114
	6
	1033
	1019
	4
	10
	0


